Object. The authors attempted to determine whether continuous intracrnial pressure monitoring via the shunt resevoir identifies ventriculoperitoneal (VP) shunt malfunctions that are not identified by radionuclide shunt patency study or shunt tap in adults with hydrocephalus.
Methods. During a 2-year period, 26 adults underwent 32 in-hospital continuous intracranial pressure (ICP) monitoring evaluations via needle access of a shunt reservoir. Monitoring was performed for 26.8 Ϯ 13.8 hours (mean Ϯ standard deviation). No ICP waveform abnormality was detected in 31% of the evaluations (10 of 32). In contrast, abnormalities were detected in 69% (22 of 32 evaluations), including B waves (nine of 22 evaluations), siphoning (nine of 22 evaluations), and variable ICP (two of 22 evaluations). In 20 (91%) of these 22 evaluations, the ICP abnormality was detected only after continuous ICP monitoring; in the other two evaluations, ICP became abnormal immediately on accessing the shunt reservoir. On the basis of the ICP monitoring results, shunt revision was performed in 66% (21 of 32 evaluations) and medical therapy was administered in 34% (11 of 32 evaluations). Shunt revision led to symptom improvement in 82% (18 of 22 patients) and no change in 18% (four of 22 patients); medical therapy led to improvement in 18% (two of 11 patients), worsening in 18% (two of 11 patients), and no change in 64% (seven of 11 patients; p Ͻ 0.05).
Conclusions. Continuous ICP monitoring via the shunt reservoir provides a more accurate assessment of shunt malfunction than transient ICP monitoring with a shunt tap or a radionuclide shunt patency study. It is a safe method for evaluating patients with suspected VP shunt malfunction, provides in vivo assessment of the effect of the shunt system on a patient's ICP, and can lead to more effective shunt revision. H leading to VP shunting, type of VP shunt used, most prominent symptoms after VP shunting, and radionuclide shunt patency study results. The algorithm for the diagnostic workup is presented in Fig. 1 . Informed consent for all procedures was obtained from the patients or their surrogates. The diagnostic procedures were performed as part of our routine VP shunt evaluation protocol and were not regarded as investigational. The Johns Hopkins institutional review board approved the retrospective portion of this study.
Patients with suspected shunt malfunction were admitted electively to the hospital for 1 to 2 nights of continuous ICP monitoring via the shunt reservoir. Monitoring was terminated early if the results after the 1st night were considered diagnostic.
The scalp overlying the shunt was shaved, and a 25-gauge butterfly needle (Abbott Laboratory) primed with nonbacteriostatic saline was inserted into the reservoir dome of the VP shunt system using an aseptic technique. 5, 9 The needle was secured to the scalp with sterile adhesive tape (Steri-Strip, 3 M Corp) and then covered with a protective cup that was secured to the head with gauze bandages. This setup allowed patients to move freely in bed without dislodging the butterfly needle. One dose of intravenous antibiotics was administered before the procedure (oxacillin, clindamycin, or vancomycin, depending on patient allergies). Prophylactic antibiotics were continued for the duration of ICP monitoring.
Intracranial pressure was measured using a standard fluid-coupled pressure transducer (Sorensen Custom Product, Abbott Critical Care System) and was displayed on the intensive care unit monitor (Marquette Tramscope 12E, Marquette Medical Systems, Inc.). The transducer was levelled with the patient's external acoustic meatus and was briefly opened to the atmosphere periodically throughout the recording period to document atmospheric zero reference pressure. Analog output from the intensive care unit monitor was transferred to a personal computer via a commercially available analog-to-digital signal converter (MacLab and PowerLab, AD Instruments). The digital display was analyzed in real time and saved for later offline analysis. All data were sampled at 40 Hz. The ICP response to bilateral jugular vein compression was used to confirm that the pressure waveform reflected the ICP and not the intraabdominal pressure because of incorrect positioning of the needle in the reservoir.
The initial baseline ICP was recorded immediately on accessing the shunt reservoir to document the pressure reading that would be found on a routine shunt tap. Continuous ICP recordings were performed while the patient was at rest and during sleep to detect ICP waveforms such as A and B waves; 11 and ICP was recorded with changes in the patient's position to detect siphoning. 8 The A waves, also called "plateau waves," were defined as those produced during rapid ICP elevation to 50 to 100 mm Hg lasting 5 to 20 minutes. The B waves were defined as those produced during rhythmic or semirhythmic ICP elevations with a peak systolic pressure at least 3 mm Hg above the basal systolic pressure occurring at 0.5 to 2 cycles/ minute. 11 Periods of quiet activity or sleep were indicated by the absence of a movement artifact on the recording and were annotated by the nursing staff. Except for peri- ods when the patient was directly observed for measurement of postural ICP changes, periods of wakefulness were not analyzed because the presence of movement artifacts obscured the waveforms. The duration of ICP monitoring was defined as the period during which ICP was continuously recorded.
For postural ICP monitoring, to record immediate changes in pressure and to allow for patient mobility during postural change, the transducer was attached to the head dressing just anterior to the ear and secured with tape. The construction of the transducer prevented placement of the zero reference point exactly at the external acoustic meatus. The level of the brow was the nearest stable position that could be used securely. Given that the vertical distance between the brow and the external acoustic meatus is generally 1 cm or less and that the horizontal distance was also 1 cm or less, we considered the measurement error associated with this position as negligible in comparison with the ICP abnormalities being examined.
We divided the patients into four groups based on the findings noted during the continuous ICP monitoring, namely, undershunting, overshunting, variable shunting, and no abnormality. We defined undershunting as either a sustained elevated resting ICP (Ͼ 15 mm Hg) or the presence of abnormal ICP waveforms. We defined overshunting as ICP that was low or negative, with a sustained resting ICP less than 0 mm Hg. Variable shunting was defined as the presence of both overshunting and undershunting.
The outcome of ICP monitoring led to shunt revision surgery in patients with abnormal ICP findings, and medical therapy (pharmacological headache treatment) in those with normal ICP findings. We selected the replacement valve for shunt revision on the basis of ICP monitoring results. For example, an antisiphon device was added if siphoning was present, or a lower-pressure valve was used if high pressure was present.
Patients underwent follow-up evaluation at least 1 month after the intervention. All patients had follow-up visits either with one of us (M.A.W.) or with their primary physician. We compared the symptom changes between patients treated with shunt revision and those treated with medical therapy based on the patient's report of significant improvement, worsening, or no change in relation to his or her baseline symptoms. Data are presented as the means Ϯ standard deviation or as a percentage.
RESULTS
There were 13 men and 13 women, with a mean age of 51.3 Ϯ 23.4 years. Fourteen patients had obstructive hydrocephalus, and 12 had idiopathic NPH. The presenting symptoms that led to evaluation of the shunt are presented in Table 1 . All patients had VP shunts. The types of VP shunts and ICP monitoring results are featured in Table 2 . Eighteen patients underwent radionuclide shunt patency studies before the ICP monitoring. Radionuclide clearance was normal in 15 patients (83%) and was delayed in three patients (16.7%), suggesting partial obstruction.
Twenty-six patients underwent 32 evaluations with continuous ICP monitoring via the shunt reservoir. Four patients underwent two separate evaluations, and one underwent three. The mean duration of continuous monitoring was 26.8 Ϯ 13.8 hours. To access the reservoir with the needle, only one attempt was needed in 26 evaluations, two attempts in two evaluations, and four attempts in one patient because the needle dislodged repeatedly. Except for mild discomfort associated with needle insertion into the shunt reservoir, there were no complications related to the procedure.
Results of 69% of the ICP monitoring evaluations (22 of 32) were abnormal, and 31% (10 of 32) showed no abnormality as defined a priori. The baseline ICP on initial monitoring of the four groups is shown in Fig. 2 . Detailed results are presented in Table 2 .
A critical finding is that only two (9%) of 22 abnormal recordings on continuous monitoring were associated with an abnormal initial baseline ICP: one patient had elevated ICP of 25 mm Hg and one had low ICP of -10 mm Hg. In the remaining 20 patients (91%), the ICP abnormalities were not apparent for several hours.
Of the 32 evaluations, 21 (66%) led to surgical revision of the shunt, and 20 (95%) of the 21 evaluations were abnormal. One patient with normal ICP was treated with surgical shunt revision because of previous dramatic symptom improvement with external CSF drainage via a spinal catheter. Of the remaining 11 evaluations, nine had normal, monotonous ICP patterns consistent with normal shunt function; two had abnormal ICP patterns, but the patients declined shunt revision surgery.
At the follow-up evaluation, patients who had undergone shunt revision surgery had a better overall outcome, with symptom improvement in 82% (18 of 22 patients) and no change in 18% (four of 22 patients). The use of medical therapy was followed by symptom improvement in 18% (two of 11 patients), no change in 64% (seven of 11 patients), and worsening in 18% (two of 11 patients; p Ͻ 0.05).
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DISCUSSION
The goal of this study was to examine the role of continuous ICP monitoring in evaluating shunt malfunction in hydrocephalus in adults. Our data demonstrate that continuous monitoring provides a more accurate assessment of shunt function than transient ICP assessment with a shunt tap, a commonly used procedure in which a butterfly needle is inserted into the shunt reservoir and the height of the CSF in the tubing provides an estimate of the ICP at that moment by simple manometry. The initial baseline pressure was normal in 90% of the evaluations in which abnormal ICP patterns were subsequently identified with prolonged monitoring. Abnormal ICP findings, such as B waves, were evident only during sleep or quiet activity, and intracranial hypotension was observed only by having the patient sit or stand.
Thus, transient ICP assessment, as done with a shunt tap, has a high false-negative rate for assessing shunt malfunction. Its main limitation is that it demonstrates the ICP for only a few moments, whereas continuous monitoring reveals the full range of ICP variations during wakefulness, sleep, or change in patient position. For continuous ICP monitoring, because the needle, tubing, and transducer are closed to the atmosphere, it is possible to record subatmospheric pressure, or siphoning, without introducing air into the shunt, which is a risk with the shunt tap because the tubing is open to the atmosphere.
Shunt assessment by continuous ICP monitoring revealed shunt malfunction in patients whose radionuclide shunt patency study results were either indeterminate or suggested that the shunt was patent. This discrepancy highlights the fact that shunt patency studies only identify CSF flow through the shunt system and do not provide information about ICP or the differential pressure gradients that drive the flow. Our results demonstrated that a shunt found to be patent by radionuclide testing could still be malfunctioning, such as regulating the ICP too high for the patient's needs.
Continuous ICP monitoring identified the type of mismatch between the VP shunt and the ICP characteristics in the patient. The mismatch can appear in three ways: undershunting, overshunting, and variable shunting (both under-and overshunting). If the shunt opening pressure is above the patient's ICP, then the valve does not open and insufficient CSF is drained, leading to undershunting. This circumstance can lead to a recurrence of prior symptoms and will manifest on ICP monitoring as elevated basal ICP, B waves, or plateau waves. Abnormal ICP waveforms, especially plateau waves and B waves, reflect the loss of cranial vault compliance from any of a number of origins, and the purpose of a shunt is to correct cranial vault compliance by providing a route of egress for CSF. Thus, these waveforms should not be present if the shunt is functioning properly.
In cases in which the shunt opening pressure is too low for the patient's ICP needs, excessive CSF drainage leads to overshunting, or siphoning, which is abnormal gravityinduced flow through CSF shunts while the patient is upright. The associated intracranial hypotension can lead to disabling symptoms. 8 Foltz and Blanks 8 reported on a series of 14 patients who had previously undergone shunting for hydrocephalus and who had symptoms when upright and active that were usually relieved by lying down. Intracranial pressure was dramatically low, with a marked decrease when the patient assumed an upright position, and near normal levels when supine. Shunt revision led to immediate clinical improvement with normal ICP measurements. It is important to note, however, that some patients with hydrocephalus need very low CSF pressure for improvement. 10 Bergsneider and colleagues 2 showed that siphoning by external ventricular drainage together with a reduction in ventricle size resulted in symptomatic improvement in adults with hydrocephalus. Therefore, siphoning can be either harmful or beneficial to patients with hydrocephalus, depending on individual characteristics. It is important to identify these subsets of patients. We believe that continuous ICP monitoring guides therapeutic decisions in such patients. In those with symptoms of overshunting, we recommend either shunt revision with a higher shunt pressure or placement of an antisiphon device.
Last, a patent but incorrectly functioning shunt valve can cause erratic CSF drainage leading to variable ICP patterns (that is, overshunting and undershunting). In these cases, a lower shunt pressure was selected for the predominantly elevated ICP and a higher shunt pressure for those with predominantly low ICP.
Overall, 82% of the patients in the present study experienced symptomatic improvement after the shunts were revised on the basis of the ICP monitoring results. This result is at odds with those of Eide, 6 who found that symptoms were unchanged in 58% of cases in which continuous ICP monitoring was used to guide clinical decision making. Although the patient populations in the Eide study and the present study appear similar, Eide measured ICP using a parenchymal ICP monitor, whereas we measured ICP by accessing the CSF in the shunt reservoir. Without a direct and simultaneous comparison of the methods, it is difficult to say whether the differences in the ICP assessment methods were related to the differences in patient outcomes.
Cerebrospinal fluid shunting in adults with hydrocephalus leads to a favorable outcome in 52.6 to 90% of patients. 1, 3, 4, 13, 14 Whereas an incorrect diagnosis of NPH is one explanation for the lower response rates, another is shunt malfunction, which occurs in 10.6 to 31% of cases 4, 9 and would prevent clinical improvement. Despite the large R. G. Geocadin et al. number of patients who fail to respond to shunting, there is no effective and noninvasive way of evaluating these patients. Our method of continuous ICP monitoring allows an in vivo evaluation of the dynamic interaction between the shunt system and the patient during different physiological conditions, which leads to a better understanding of the causes of shunt malfunction and identifies patients with a shunt mismatch. Except for the initial mild discomfort associated with the introduction of the needle into the shunt reservoir, all patients tolerated the ICP monitoring procedure well. We did not observe any complications related to the introduction of the needle into the shunt reservoir. There was no mechanical harm to the shunt. Although we did not obtain CSF for sampling, no patient had signs or symptoms of shunt infection.
Assessment of CSF outflow resistance (R out ) has been proposed as an alternative method of determining whether a shunt is functioning or malfunctioning. 7, 12 This method, which is virtually identical to the technique used to assess outflow resistance for the initial diagnosis of NPH, entails a lumbar puncture with two needles and requires special expertise and equipment that is not widely available. Another limitation of this method is that it cannot demonstrate whether intracranial hypotension (siphoning) is present.
The current study is limited because it includes only a select group of patients with symptoms suggestive of VP shunt malfunction or shunt mismatch. We focused on the alleviation of symptoms and offered surgical revision in cases of shunt malfunction or mismatch. It is presumed, but not demonstrated, that the abnormal ICP seen before shunt revision was absent in the patients who improved after revision. We did not directly perform the traditional shunt tap method of ICP measurement; however, we believe the assessment of the initial baseline ICP is equivalent because we used an isovolemic method (that is, no CSF loss or aspiration) to access the shunt reservoir. Another drawback of continuous ICP monitoring is the need for hospital admission in a closely observed setting. We believe that the hospital admission is warranted because continuous ICP monitoring will help determine the nature of the shunt malfunction and lead to goal-directed therapeutic decisions.
Most of the shunts assessed in this study were singlesetting shunts, although three of the shunts were the adjustable Codman Hakim shunt. Our study results led to shunt revision surgery in two thirds of all patients. We anticipate that the use of an adjustable shunt would reduce the need for revision surgery because the shunt could be adjusted to suit each patient's needs; however, adjustable shunts can still be susceptible to obstruction or to valve malfunction.
CONCLUSIONS
In summary, the study data demonstrate that continuous ICP monitoring can identify a significant number of shunt malfunctions not identified by either shunt tap or radionuclide shunt patency studies. Continuous ICP monitoring provides in vivo assessment of the dynamic interaction between the shunt system and the patient's ICP dynamics such as seen during rest and sleep or a change in posture.
The results of continuous ICP monitoring can be used to guide therapeutic decisions. Continuous ICP monitoring via the shunt reservoir is a safe procedure.
